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T HE impact of computers on Nuclear Cardi- ology and the progress which has been 
made through computer applications is perhaps 
best illustrated by several historical observations. 
First, it is of note that all clinically important 
types of nuclear cardiologic procedures were 
initially performed without the aid of a com- 
puter. For example, the first gated equilibrium, 
blood pool ventriculograms performed by Zaret 
et al.‘** were accomplished by analog imaging. A 
physiologic trigger or gate was used to turn the 
gamma camera image recording system on and 
off to define “end systole” and “end diastole” 
which were the only two images obtained. The 
gating “window” used for end diastole was the 
60-msec interval immediately prior to the R- 
wave. For end systole, data were recorded during 
the T-wave. Quantitative analysis was then 
accomplished manually. The analog images were 
projected to life size and the ventricular borders 
traced by hand. Ventricular volumes and ejection 
fractions were calculated using area length for- 
mulae adapted from contrast angiography. The 
data obtained in this fashion correlated well with 
results from contrast angiography and provided a 
strong motivation for further technical develop- 
ment. Likewise, in early applications of the first 
pass technique, computers were not used. Rath- 
er, data were recorded on video tape for subse- 
quent replay and analysis.3 These analog imag- 
ing techniques were extremely time consuming, 
particularly for purposes of quantitative analysis, 
took advantage of only a small fraction of the 
potentially available data, and provided limited 
visual appreciation of cardiac dynamics. 
The first logical adaptation of the computer to 
radionuclide ventriculography was simply to 
acquire the gated end diastolic and end systolic 
frames into computer memory, instead of onto 
film, one frame at a time. Initially the data 
analysis was again performed by hand by tracing 
ventricular contours on the computer screen. As 
before, this analytic approach was quite tedious 
and partly for this reason very little clinical use 
was made of radionuclide ventriculography, ini- 
tially. However, several breakthroughs in com- 
puter techniques occurred in the early 1970s 
which established radionuclide ventriculography 
as a feasible clinical procedure. 
First, Seeker-Walker and Parker4,’ recognized 
that after equilibration in the blood pool the net 
ventricular count rate resulting from an intravas- 
cular tracer (e.g., Tc-99m albumin or Tc-99m 
RBC) at any time in the cardiac cycle is propor- 
tional to ventricular blood volume. This germinal 
observation permits calculation of the ventricular 
ejection fraction and other quantitative parame- 
ters through analysis of net counts (i.e., back- 
ground corrected) in the ventricles (a task for 
which the computer is uniquely suited) rather 
than by the more laborious geometric technique. 
The formula for the count based ejection fraction 
is: 
Ejection fraction = 
End Diastolic Counts (net) 
-End Systolic Counts (net) 
End Diastolic Counts (net) 
All commercially available Nuclear Medicine 
computer systems now have automated or semi- 
automated programs for making this fundamen- 
tal calculation. The computer-aided calculations 
are faster, more reproducible and more accurate 
than hand analyses.6 For equilibrium blood pool 
studies the count based quantitative analysis is 
usually performed in the left anterior oblique 
view to provide maximal separation of the left 
ventricle from scintillations arising in the other 
cardiac chambers. This is a critical point for 
equilibrium blood pool studies because of the 
overlap of the left and right ventricles in the right 
anterior oblique view which is ordinarily used for 
geometric analysis. For first pass studies posi- 
tioning choice is more fIexible since the activity 
in the two ventricles is temporally separated. 
Two other important nuclear cardiologic com- 
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puter breakthroughs were the development of 
new computer acquisition techniques for: (1) 
gated list mode ventriculography; and (2) multi- 
gated frame mode (matrix mode, histogram 
mode) ventriculography. The gated list mode 
technique was pioneered by Green’ and col- 
leagues working at the National Institutes of 
Health. In this approach, the computer memory 
is used to store each scintillation event individu- 
ally as a list or series (hence the names list mode 
and serial mode) with interspersed time markers 
and R-wave gating signals. Thus, at the end of 
data collection, the individual scintillations can 
be reformatted into a sequence of images span- 
ning the cardiac cycle using the R-wave markers 
and clock time markers for correctly locating 
each event in its proper frame. Moreover, the 
timing of the R-R intervals can be selected 
retrospectively so that only data collected while 
the heart is beating at a given desired rate is 
included in the study. This is critical in studying 
patients with arrythmias. (See discussion of list 
mode acquisition.) 
typically 64 x 64 pixels or 32 x 32 pixels, are 
designated in computer memory. The R-wave 
trigger or “gate” initiates data collection at end 
diastole into the first frame or matrix location in 
computer memory and all scintillation data 
occurring within a small “time window,” usually 
on the order of 30-50 msec, is placed in it. 
During the next “time window” or frame, acqui- 
sition is into the second matrix location and so on 
throughout the cardiac cycle until the next R- 
wave synchronization signal is received by the 
computer. At this point, data collection is reini- 
tiated into the first matrix with data being added 
on top of information already present (Fig. 1). 
This process is continued through many cardiac 
cycles until each data frame has a sufficiently 
high count for statistically valid quantitative 
analysis and good image quality. The multigated 
frame mode technique is the most frequently 
used procedure for radionuclide ventriculogra- 
phy in current clinical practice. 
The multigated frame mode technique 
(MUGA) was pioneered by Strauss et al. work- 
ing at Johns Hopkins University.’ In this 
approach, the computer memory is used quite 
differently than in list mode. Image matrices, 
Most Nuclear Medicine computer systems 
were not capable of performing either the gated 
list mode or multigated frame mode type of data 
acquisition when these techniques were first 
described. The typical Nuclear Medicine com- 
puter of the early 1970s consisted of 12k core 
memory and was “fast” enough to allow acquisi- 
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Fig. 1. Schematic diagram of ECG synchronized acquisition. Data collection is initiated when the R wave timing spike is 
received by the computer. Data from each sequential time segment over the cardiac cycle is stored in computer memory in a 
predefined matrix or frame buffer. 
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tion of dynamic studies (radionuclide flow stud- 
ies or radionuclide angiograms) at frame rates up 
to 9 or lO/sec, which is inadequate for quantita- 
tive cardiac function analysis. Typically in these 
early systems a 64 x 64 frame (4k) would be 
acquired into one 4k matrix location in memory 
while the image data in a second 4k matrix was 
being transferred to disk or magnetic tape. Part 
of the remaining 4k was used for system pro- 
grams. With the advent of radionuclide ventricu- 
lography, computer specifications changed dra- 
matically. The first systems designed specifically 
for Nuclear Cardiology were configured with 
32k of memory which permitted the acquisition 
of a typical multigated radionuclide ventriculo- 
gram consisting of 28 (32 pixel x 32 pixel) lk 
frames without the need to transfer data to disk 
or tape storage during acquisition. It is not 
unusual for current Nuclear Cardiology systems 
to have as much as 128 or even 256k of memory 
which allows simultaneous acquisition and pro- 
cessing of scintigraphic data from several 
devices. 
Beyond the obvious impact on the design spec- 
ifications of dedicated Nuclear Medicine com- 
puter systems, Nuclear Cardiology has also had 
a profound impact on overall computer capacity 
requirements in Nuclear Medicine Departments. 
For example, in 1968, the Division of Nuclear 
Medicine at the University of Michigan had a 
single computer system programmed by paper 
tape and capable of acquiring a single static 
image at a time. In 1972, this initial computer 
was replaced by a 32k system capable of acquir- 
ing static images or slow dynamic studies simul- 
taneously from two different gamma cameras 
while processing a third study. However, no 
nuclear cardiologic studies were performed on 
this computer system until 1976 and it remained 
the sole computer system in the Division until 
1977. In the ensuing five years, an additional 
seven computer systems have been acquired and 
currently 60% of the total computer utilization is 
related to cardiologic studies. In addition to 
radionuclide ventriculograms, studies for detec- 
tion of left to right and right to left shunts, 
infarct avid scintigrams and thallium myocardial 
perfusion scans are acquired with the computer. 
For the infarct avid scans and thallium myocar- 
dial perfusion scans Nuclear tomographic imag- 
ing has become important. The tomographic 
techniques require sophisticated computer acqui- 
sition and reconstruction programs. Further 
computer processing of thallium scans for quan- 
titative regional uptake analysis is performed on 
both planar and tomographic images. Taken 
together, cardiologic procedures now account for 
a total of over 150,000 image frames per year 
acquired by computer in the Division. 
EQUIPMENT 
A comprehensive understanding of electronics 
and computer technology is not necessary for a 
clinician to perform clinical and research studies 
on nuclear medicine computers. (In-depth 
descriptions of gamma camera and computer 
technology for Nuclear Cardiology are available 
in textbook form.‘-“) However, basic computer 
terminology must be understood, since it per- 
vades the literature and discourse of the com- 
puter world. Two of the most commonly used 
words are “hardware” and “software.” Hard- 
ware is the physical substance of the computer, 
while software refers to the instructions or “pro- 
grams” that are stored within the computer for 
carrying out particular functions. For concep- 
tualization, one can think of the computer hard- 
ware as the physical vocal cords within a person 
while the software is the thought processes which 
instruct the vocal cords to perform in a particular 
manner to create speech. The physical compo- 
nents of computers used in Nuclear Cardiology 
are similar to those used in other applications 
and are schematically illustrated in Fig. 2. 
The following is an overview of the equipment 
necessary for nuclear cardiographic procedures. 
There are two basic types of computers: digital 
and analog. In analog computers, information is 
represented by voltage levels and, it is either the 
shape or the final voltage level, which represents 
the information generated by the computer. 
Analog computers are typically designed to solve 
specific problems at very high speeds but are not 
readily “programmed” and thus are not flexible 
enough for general purpose applications. All 
commercially available Nuclear Cardiology 
computer systems are “digital” computers and 
the discussion will be limited to them. 
“Digital” refers to computers which use 
binary coded numbers (Base 2) for internal rep- 
resentation of information. In this system, num- 
bers are represented by series of digits which 
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Fig. 2. Schematic diagram of the 
major components of a digital computer 
as used in a typical Nuclear Medicine 
department. 
have a value of either 0 or I. A “bit,” or single 
binary digit, is the smallest piece of information 
processed by a computer and takes one of these 
two possible values. This system of representa- 
tion is ideally suited for electronic computer 
circuitry where the binary information can be 
represented either as a ground or a 5-volt positive 
voltage. 
There are many different subtypes of digital 
computers marketed for use in nuclear cardiolo- 
gy, including mainframe computers, minicom- 
puters, and microcomputers. At one time, there 
was a marked degradation in computational 
speed when one went from the mainframe com- 
puter to a microprocessor. The choice of com- 
mercial systems was influenced by basic hard- 
ware design, however, the rapid advance of 
computer technology has narrowed the differ- 
ence between the various types of computers. 
Typically. the mainframe computer is a physi- 
cally large computer which has large quantities 
of memory and peripheral storage (tape and disk 
drive) and is capable of performing a much 
greater number of functions than the mini or 
microcomputers. The minicomputer can be 
thought of as a less expensive computer which 
contains a subset of the functions of the larger 
mainframe computers. Since the minicomputers 
contain fewer components, their price is signifi- 
cantly lower. 
Over the last few years, the microprocessor, 
once considered an extremely limited computa- 
tional device, has been designed with the com- 
plexity and the instruction size of larger main- 
frame computers. In microcomputer technology, 
the computer is composed of a single integrated 
circuit performing the functions of a much larger 
number of conventional components. With its 
development, the distinction between different 
subtypes of the digital computer is no longer as 
clearcut and is less important in selecting a 
system for clinical use. 
There are other hardware considerations that 
must be kept in mind when one is exploring the 
purchase of a Nuclear Medicine computer. If an 
existing gamma camera or a gamma camera 
from a different manufacturer is to be used with 
a particular computer, then the interfacing 
requirements of the camera/computer must be 
considered. The gamma camera/computer inter- 
face is basically an analog to a digital conversion 
unit which takes the voltage impulses from the 
gamma camera and converts them to digital 
numbers that the computer can utilize. 
Much emphasis has also been placed on the 
size of memory within the computer. Typically. 
memory is measured in terms of thousands of 
bytes (I Byte = 8 Bits) (1 k = 1024 Bytes). Sales 
people may try to impress the purchaser with the 
magnitude of memory that can be used within 
their machine. One must keep in mind that the 
particular clinical applications will usually dic- 
tate the amount of computer memory required. 
With some machines the increase in memory size 
will allow more users while the usable memory 
for any one user is fixed. Memory can be rather 
costly so the purchase of equipment that will not 
be utilized should be avoided. 
Image Display 
The resolution of images as acquired on the 
computer is dictated by a matrix or composite of 
small elements called pixels (picture element). 
The number of pixels within the matrix (i.e.. 
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32 x 32, 64 x 64, 128 x 128, 256 x 256) 
dictates the resolution. The higher the number of 
pixels, the finer the resolution. 
Each pixel has a value associated with it that 
represents the number of counts that can be 
recorded within that area of the image. To 
understand the definition of a “pixel,” we can use 
the standard newspaper picture as a conceptual 
tool. The newspaper picture is composed of a 
large number of “dots” of different size and 
packing density to represent bright and dark 
areas within the picture (image). With computer 
images in Nuclear Medicine, we can vary the 
number of dots, the matrix size as measured in 
pixels, as well as the brightness of each pixel. The 
depth of a pixel refers to the magnitude of the 
number that can be stored within that area of the 
image. Pixel depth actually refers to two separate 
uses; image display pixel depth and the depth 
required to store an image. For statistical reasons 
a certain magnitude of counts must be acquired 
to truly reflect the distribution of activity, requir- 
ing storage of between 256 and 1024 events per 
pixel. There are three commonly available pixel 
depths, 256 (8 bits), 1024 (10 bits), and 65536 
(16 bits). For display, the pixel depth is trans- 
lated into brightness levels. The human eye is 
capable of perceiving brightness changes of l%- 
2%, thus a video display capable of 64 levels 
(requiring 6 bits) of intensity would maximally 
cover the perceptive brightness changes of the 
eye. Note that these steps in intensity or bright- 
ness are not gray levels in the traditional loga- 
rithmic sense, but a division of the scale from 
dark to bright in 64 steps. All current machines 
should be able to acquire into a 256 x 256 matrix 
and should have a minimum of 8 bits of depth per 
pixel (able to store 256 events/pixel) and prefer- 
ably 10 bits or more as an option. 
The image matrix needs to be displayed on a 
computer monitor which is capable of reproduc- 
ing the information in a manner which does not 
degrade the image quality. While the black and 
white monitor is normally standard on each 
computer, color monitors are favored by some. 
Some manufacturers offer computers which are 
able to display information in both color and 
black and white on two separate monitors at the 
same time. 
Another computer option which is frequently 
talked about is the “array processor.” The pur- 
pose of this unit is to speed up arithmetic and 
array calculations. In a Fourier transform (re- 
quired for phase analysis), thousands of mathe- 
matical computations are necessary and the 
array processor speeds up the calculations fre- 
quently by a factor of 10 or more. The trade-off 
with the array processors is the cost which ranges 
from $lO,OOO-$20,000 on small systems. 
Mass Storage 
Another major piece of hardware required for 
Nuclear Cardiology computer systems is a 
peripheral storage device. Peripheral storage is a 
way of storing studies or data which are rapidly 
acquired and cannot be held in memory at the 
time of analysis or acquisition. Older computer 
systems frequently utilized magnetic tape for 
primary mass storage while newer systems con- 
tain one or more disks. Disk storage is currently 
measured in terms of megabytes (1 megabyte = 
1 million bytes). These storage devices range in 
size from 1 megabyte on a flexible disk to greater 
than 80 megabytes on larger multiplatter disks. 
Particular applications, such as list mode acqui- 
sition, require a disk storage device to acquire 
and analyze the data. As was stressed earlier, the 
specific applications and the size of the clinical 
workload should dictate the storage require- 
ments of the disk unit. 
A description of computers is not complete 
without a description of software. Companies 
which market Nuclear Medicine computers are 
responsible for writing the application software 
to utilize fully their systems and to comprehen- 
sively perform nuclear medicine studies. Com- 
puter hardware technology has progressed to the 
point that the main consideration of a potential 
purchaser of computer equipment is often the 
available software. A logical approach to take in 
choosing appropriate equipment is first to 
develop an inventory of the studies which will be 
performed. These can then be matched against 
the list of available programs provided by the 
vendor. The user should ask the vendor if the 
programs have been clinically verified and if the 
range of normals utilizing their software is avail- 
able. If the vendors cannot supply this informa- 
tion then the accuracy of the programs must be 
questioned. 
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If on-site development is to be undertaken, 
there is an added necessity to be able to modify or 
add software to the existing system. The addition 
of new programs is usually carried out through a 
high level computer language, typically FOR- 
TRAN. Some manufacturers can also accom- 
plish this through the use of another language 
called BASIC. The pros and cons of the different 
languages have been covered in the textbook by 
Holman and Parker.g 
Gamma Camera 
In an article discussing computers in Nuclear 
Medicine, it may seem inappropriate to discuss 
gamma cameras, but the camera is the device 
that limits resolution and defines the site where 
studies can be performed. One manufacturer has 
introduced a camera that is dependent on the 
computer attached to it in order to provide 
enhanced uniformity and linearity correction. 
This camera-computer combination allows the 
acquisition of count rates never before achieved. 
Because of this growing relationship of camera 
dependent on computer the authors have 
included a brief discussion of gamma cameras. 
Gamma cameras employ a single, large area, 
sodium iodide (Thallium Activated) crystal, 
usually 12” to 20” in diameter. The large diame- 
ter crystals are used for stationary cameras while 
the smaller diameter crystals are used for porta- 
ble cameras. 
Each gamma camera contains an array of 
photomultiplier tubes coupled directly to the 
crystal or through light pipes. Most modern 
gamma cameras contain 37 photomultiplier 
tubes of 2” diameter arrayed in a hexagonal 
pattern while other manufacturers employ as 
many as 91 photomultiplier tubes. For cardiovas- 
cular studies, a single peak (the ability to look at 
a single energy peak) capability is all that is 
necessary. When isotopes other than technetium 
or thallium are to be utilized, then multi-energy 
capabilities should be considered. 
The gamma camera should have uniformity 
correction which is usually specified for the 
major portion of the field of 90% or better. 
Uniformity correction electronics maintain a 
uniform image thus compensating for equipment 
variations. Linearity, the ability to represent 
straight sources or edges, in the camera display, 
should not exhibit variances of greater than 
1 .SR’. 
For cardiovascular laboratories performing 
only thallium and technetium studies, a sodium 
iodide crystal thickness of l/j” is sufficient. If 
higher energy isotopes are to be used, then a ,/x” 
or a l/z” crystal is necessary in order to maximize 
the intrinsic photo peak efficiency. 
For 140 Kev gamma rays interacting with a 
I/J” crystal, the intrinsic photo peak efficiency is 
70% compared to 90% for a ,/2” thick crystal. The 
l/J” crystal would require either a larger dose or 
longer imaging time to achieve the same statisti- 
cal accuracy as the I/Z” crystal. At energies less 
than 100 Kev (i.e., thallium), a 5” crystal has a 
photo peak detection efficiency greater than 954 
and a crystal thickness greater than 5” only 
contributes to a decrease in spatial resolution as a 
result of scattering of light photons within the 
crystal. The 3/8” crystal has been offered as a 
compromise between the r/z” and the $“. Remem- 
ber, there is always a trade-off between resolu- 
tion (thinner crystal) and efficiency (improved 
with thick crystal). 
A special type of gamma camera and com- 
puter is the “mobile” imaging and acquisition 
device. This is a special purpose gamma camera 
and computer which allows the acquisition ol 
studies at a site remote from the main clinical 
unit. The requirements and options for this 
device are typically comparable to a subset of the 
larger computers. A study by Royal et al.” 
contains a comparison of various mobile gamma 
cameras. 
The ability to do studies at the bedside 
requires a mobile gamma camera and computer. 
Various manufacturers offer gamma cameras 
and computers for portable studies with both 
integrated and external computers. As the num- 
ber of interventional and bedside studies arc 
increased, there will be a greater need to utilize 
portable gamma cameras in Nuclear Cardiolo- 
.!?Y. 
RADIONUCLIDE VENTRICULOGRAPHY 
As discussed above the logical first step for 
computers in nuclear cardiology was develop- 
ment of data acquisition techniques for radionu- 
elide ventriculography. The acquisition pro- 
grams are now fairly well defined and, in fact. 
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Table 1. Functional Parameters Measured in Gated 
Cardiac Blood Pool Scintigraphy 
Regional 




2. Ejection fraction Global 
RV 
LV 
3. End diastolic and end systolic volume 
RV 
4. End systolic volume/peak systolic pressure 
5. Stroke volume and cardiac output 
6. Regurgitant fraction 
7. Systolic emptying and 
diastolic filling rate 
Average 
8. Time to peak systolic emptying and diastolic 
filling 
have not evolved significantly in the past three or 
four years. During this time, major efforts have 
been directed at development of new software 
programs to permit calculation of several new 
quantitative parameters in addition to the ejec- 
tion fraction of the left ventricle and to permit 
analysis of ventricular function in patients with 
certain arrythmias. Table 1 summarizes many of 
the functional parameters now available through 
the development of new computer software. 
Although it is beyond the scope of this article to 
discuss each of these in detail, it is important to 
recognize which are considered well established 
and which must await further confirmation 
through additional clinical evaluation. 
Excellent correlations of left ventricular ejec- 
tion fraction computed from radionuclide ven- 
triculograms and from contrast angiograms have 
been presented by numerous laboratories 
throughout the country.63’3m’6 The measurement 
is now universally accepted and for several clini- 
cal problems, such as ventricular aneurysm, is 
felt to be more accurate than the ejection frac- 
tion calculated from contrast angiograms 
because no geometric assumptions need be made 
about the shape of the ventricle. 
Measurement of right ventricular ejection 
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fraction is less well established, in part, because 
of the lack of a completely accepted standard of 
comparison and, in part, because of certain theo- 
retical limitations on radionuclide studies. In 
first pass ventriculograms, radioactivity in the 
right heart is temporally isolated from activity in 
the left ventricle. The count based approach to 
computing right ventricular ejection fraction is 
straightforward and has proven useful clinical- 
ly.” Incomplete mixing of radiotracer in the 
right ventricle is a theoretical problem especially 
if there is significant enlargement. The calcu- 
lated ejection fraction may be too high with 
incomplete mixing. 
For the more commonly performed equilib- 
rium blood pool approach to ventriculography, it 
is generally not possible to isolate the right 
ventricle from both the left ventricle and the 
right atrium in any single view. Although good 
correlations of the right ventricular ejection frac- 
tion calculated from equilibrium blood pool stud- 
ies and first pass studies have been reported by 
several groups,‘s~20 the major theoretical problem 
of chamber overlap remains and not all investiga- 
tors have confirmed these results. In addition to 
chamber overlap, incorrect definition of the pul- 
manic valve plane is a potential source of error. It 
is also more difficult to flag regions of interest for 
the right ventricle due to its irregular shape 
compared to the left ventricle. 
The regional ejection fraction has been pro- 
posed as a method for detecting abnormalities in 
segmental or regional wall motion.2’m23 Numer- 
ous schemes have been proposed for effecting this 
analysis and have been, in part, derived from 
angiographic techniques. The ventricle is divided 
into segments and a count-based ejection frac- 
tion computed for each segment. While the con- 
cept is very attractive, the major difficulties yet 
to be overcome are the lack of “normal” limits 
for regional ejection fractions to distinguish nor- 
mal from abnormal segments, the difficulty of 
assigning appropriate background corrections on 
a regional basis, particularly along the interven- 
tricular septum, and the problem of rotational 
and translational movements of the heart which 
frustrate any attempts at subdividing the ventri- 
cle in a strict geometric way. 
Ventricular volume has been measured using 
both geometric principles and count-based tech- 
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niques.2.24-‘6 The geometric approach uses formu- 
lae adapted directly from contrast angiography. 
The two critical steps are: ( I ) resealing the image 
to correct for minification; and (2) definition of 
the ventricular contour. The resealing step is 
straight forward using digital computers because 
the size of the pixels is readily calibrated. For 
example, with a standard field-of-view gamma 
camera (I O-in.) and a 64 x 64 matrix, each pixel 
represents roughly a 4 x 4-mm area. Definition 
of the ventricular contour is either accomplished 
by hand drawing with the computer light pen or 
by using automated edge detection techniques. 
The geometric approach is difficult for equilib- 
rium blood pool images because of chamber 
overlap in the right anterior oblique view but has 
been applied extensively in first pass studies. 
When the geometric technique is used for com- 
puter analysis of radionuclide ventriculograms, 
the same assumptions must be made as are made 
for contrast angiography; that is, the ventricle is 
ellipsoidal at end diastole and maintains a similar 
shape during the cardiac cycle. This is a clear 
limitation of the geometric approach in patients 
with ventricular aneurysms and/or other signifi- 
cant segmental wall motion abnormalities. 
More recently, count-based techniques have 
been described for computing volumes.24 ” 
Again, the underlying principal is that the net 
ventricular activity at any point in the cardiac 
cycle is proportional to ventricular blood volume. 
Therefore, if a small reference blood sample (5 
ml) is obtained by venipuncture at the time of 
imaging and the counts/set/ml determined on 
the gamma camera, the ventricular volume may 
be computed as the ratio of net ventricular counts 
to blood counts/ml. 
Ventricular Volume 
(End Diastole) = 
Net Ventricular Count/set 
(End Diastole) 
Blood Counts/set/ml 
This would be true if the counting efficiency were 
the same for both measurements and no attenua- 
tion of radioactivity occurred in the chest wall. 
Unfortunately, neither of these assumptions 
holds. By far the more important factor is attenu- 
ation of activity in the chest wall and several 
approaches have been described for attentuation 
correction. For 99”‘Tc the attenuation loss is 
approximately 14% for each centimeter of soft 
tissue between the detector and the source. Thus. 
one approach to attenuation correction is to 
measure the depth of the centroid of ventricular 
activity and directly compute an attenuation 
correction factor.26 Depth may be determined by 
placing a marker source of radioactivity on the 
patient’s chest and obtaining a second view with 
a known geometric relationship to the standard 
view. The distance from the marker source to the 
center of the ventricle is then measured in the 
second image. Ultrasound has also been used to 
calculate ventricular depth. 
A slightly different approach has been 
described independently by Dehmerz5 and by 
Slutsky.” In their approach, an average correc- 
tion factor for attenuation and counting effi- 
ciency is computed through regression analysis 
of radionuclide and contrast angiographic results 
in a “learning set” and then applied as a single 
standard for all subjects. Although the reported 
correlations have been excellent by both groups, 
there is a major theoretical objection in that 
chest thickness varies tremendously from patient 
to patient. The “average” attenuation correction 
approach is therefore subject to serious error in 
individual patients and is not acceptable for 
routine clinical care. The approach may still have 
merit as a research tool to evaluate group data or 
to compare serial studies in the same patient. 
It should also be noted that for all of the 
count-based volume techniques, a tacit assump- 
tion is made that the “true” net ventricular count 
can be calculated from the image. This implies 
that all counts arising from the ventricle are 
included in the region of interest and that back- 
ground correction is accurate. Unfortunately, 
there is no direct means of proving either 
assumption. 
Calculation of “relative” ventricular volume ia 
less controversial. This is accomplished quite 
simply by comparing the net ventricular count 
rate at selected points in the cardiac cycle before 
and after an intervention. Since the net count 
rate is proportional to volume, and the attenua- 
tion factor for a given patient remains the same, 
the change in net count is directly proportional to 
change in volume. This technique has been used 
to evaluate volume response to interventions such 
as leg exercise or the administration of pharma- 
cologic agents. When measurements with 99mTc 
COMPUTER ANALYSIS 
are made more than five minutes apart, radioac- 
tivity decay correction must be applied. The 
major limitation of the “relative” volume 
approach is that it does not permit calculation of 
other derived parameters such as cardiac output 
and does not allow comparison of absolute ven- 
tricular volume in the same subject studied at 
two different times or between different subjects. 
Recent data also suggest that hemoconcentration 
during exercise may cause errors on the order of 
5%. Nonetheless, useful estimates of volume 
change during a sequence of interventions 
obtained during one setting are provided. 
The same considerations noted in the preced- 
ing paragraphs apply to ventricular stroke vol- 
ume. A specific application of relative stroke 
volume in the left and right ventricles has been 
described in patients with valvular insufficien- 
CY. 28m3o Since the change in net ventricular counts 
between end diastole and end systole is directly 
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proportional to volume change an LV/RV stroke 
index ratio (SIR) can be computed directly from 
the respective stroke counts (“nuclear stroke 
volume”), 
SIR = LV Stroke Counts 
RV Stroke Counts 
Rigo and others2*“’ have presented very good 
correlations between the nuclear stroke index 
ratio calculations and catheterization results. In 
the normal subject, the stroke index ratio should 
be 1.0. In actual practice, some variation is 
encountered due to chamber overlap and the 
inability to determine net counts in the two 
ventricules with absolute accuracy. 
Although the ejection fraction remains the 
most important quantitative parameter derived 
from the ventricular time activity curve further 
analysis is quite straight forward and several 
additional parameters are receiving attention. 
Fig. 3. (a) Background corrected 
ventricular time activity curve beginning 
at end diastole (expressed as 100%). 
Each subsequent point is expressed as a 
percentage of end diastole. y-axis is 
labeled “volume” to indicate the direct 
relationship between net ventricular 
radioactivity and ventricular volume. (b) 
Graph of first derivative of ventricular 
time-activity curve providing a measure 
of peek emptying and filling (indicate to 
left of y-axis). average emptying and 
filling and the times at which peaks are 
reached. 
I 
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Systolic and diastolic time intervals and rates of 
filling and emptying are calculated directly from 
the curve as illustrated in Fig. 3. Maximum and 
average ejection and filling rates (dV/dt) are 
computed by taking the first derivative of the 
time activity curve at each point. For these 
measurements to be valid, particularly the peak 
rates, the time activity curve must generally be 
filtered. Otherwise, the first derivative amplifies 
any statistical noise in the data, while smoothing 
the data loses the high frequency component. 
There are various ways to overcome these prob- 
lems. One approach is to fit a polynomial func- 
tion at each point in the curve prior to obtaining 
the derivative. Early commercial programs for 
calculating “dV/dt” did not take this step which 
has caused unreliable results. Therefore, before 
this type of analysis is used clinically in a given 
laboratory the method of calculation should be 
determined and critically appraised. The clinical 
role of these parameters awaits further definition 
and study. Early reports suggest that peak 
emptying and filling rates may become abnormal 
sooner in the course of coronary artery disease 
than abnormalities in the ejection fraction and 
may permit diagnosis from ventriculograms 
obtained at rest. If this is borne out by further 
experience it could eliminate the need for stress 
testing in some patients. Diastolic parameters 
are also proving useful to assess therapeutic 
response to various drugs. including calcium 
blockers, where the ejection fraction may remain 
the same but changes in filling rate can be 
measured. 
Functional or “parametric” images are two- 
dimensional representations of derived parame- 
ters (parametric images). For example, the 
“stroke volume” image or “difference” image is 
obtained by subtracting the end systolic image 
point by point from the end diastolic image. The 
relative intensity at each pixel location in the 
ventricle is proportional to the change in count 
volume occurring at that point {Fig. 4). The 
normal stroke volume image of the left ventricle 
has a horseshoe appearance with high intensity 
at the periphery indicating uniform contraction 
between end diastole and end systole. Peripheral 
segments with diminished contraction demon- 
strate reduced intensity in the image correspond- 
ing to the lack of volume change. The stroke 
volume image has been used to aid in detection of 
Fig. 4. “Storage volume” image (ED-ES) from a normal 
subject. The computer detected end diastolic left ventricu- 
lar border is superimposed for reference. 
wall motion abnormalities. The ejection fraction 
image is a further refinement of the stroke 
volume obtained by dividing the stroke volume 
image point by point by a background corrected 
end diastolic image.” Thus, the intensity at each 
point is proportional to the ejection fraction at 
that point. 
The “paradox” image as described by Holman 
and co-workers” is a corollary of the stroke 
volume image wherein the end diastolic frame is 
subtracted from the end systolic frame. In nor- 
mal subjects, this subtraction step results in a 
void over the region of the left ventricle because 
the end diastolic counts are higher than the end 
systolic counts. In patients with ventricular dys- 
kinesis or paradoxical motion, small areas of 
activity remain in the paradox image where they 
project outside the end diastolic outline (Fig. 5). 
Ordinarily paradoxical motion is readily de- 
tected using cinematic display techniques and 
the paradox image is of limited clinical value. 
Although none of the derived or functional 
images has found widespread clinical applica- 
tion, they indicate the potential for image manip- 
ulation on the digital computer. 
FOURIER PHASE ANALYSIS 
Fourier phase analysis is designed to reduce 
the four-dimensional data from an equilibrium 
gated blood pool study into an easily interpre- 
table pair of two dimensional images clearly 
demonstrating subtle regional differences in car- 
diac contractility (amplitude image) and the 
sequence of contraction (phase image) of each of 
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Fig. 5. Anterior (a) and left anterior oblique (bj views at end diastole and end systole in a patient with a prior myocardial 
infarction and apical dyskinesis. Corresponding “paradox” images in the two views (c) clearly demonstrate the area of 
dyskinesis (arrows) or foci of residual activity. 
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tially a method of mathematically describing any 
wave form as a series of sine and cosine waves 
having various amplitudes and phases. In the 
1970s German investigators3’ realized that the 
time activity curve from a cardiac study closely 
resembled a periodic wave and found that more 
than 90% of the information it contained could 
be condensed into the phase and amplitude char- 
acteristics of the first harmonic (cosine wave) 
derived using the Fourier analysis. By calcu- 
lating the phase and amplitude of this cosine 
wave on a pixel by pixel basis, a phase and 
amplitude map of the cardiac activity can be 
constructed. The derived phase map is often 
displayed as a color image in which the color then 
represents the temporal sequence of cardiovascu- 
lar chamber emptying. It is displayed beside the 
phase histogram which plots the number of pixels 
against the phase angle. Another display mode 
takes the form of a propagating wave front that 
sweeps through the image linking pixels with 
similar phase angles together. It usually starts 
with the earliest and finishes with the latest 
phase angles and can be set up in a repetitive 
mode. 
To identify the cardiac chambers, both phase 
and amplitude images (or modified stroke vol- 
ume image) are inspected. As the background 
pixels have small amplitudes and random phase 
angles, they can be readily excluded from the 
display by excluding all of the pixels with a low 
amplitude (less that 10% of maximum ampli- 
tude). 
The acquisition of equilibrium data for this 
analysis requires some modification of the standard 
techniques. Parameters that need to be considered 
include: (1) optimal chamber separation using a 
modified left anterior oblique projection with 20” 
30° caudal tilt; (2) at least 28 frames per cardiac 
cycle; (3) image magnification (1.5-2 times stan- 
dard imaging value); and (4) temporal and spatial 
smoothing of the image. Ideally, the study should 
be acquired in list mode so that very tight R-R 
intervals can be chosen. In practice, however, 
because the contraction sequence examines the 
changes of pixels relative to neighboring pixels, the 
last 24 frames of the study can be eliminated from 
analysis thereby overcoming the problem of data 
drop-out. 
The application of phase analysis includes 
cardiac chamber separation and edge detection. 
Because the atria contract approximately 180° 
out-of-phase when compared to the ventricles, 
they are usually separated from these latter 
structures. The lateral borders of the ventricles 
can be separated from the background activity 
because the background activity lacks periodici- 
ty. Limitations of this method include the difi- 
culty of separating right from left ventricular 
chambers and the atria from the great vessels 
because they have very similar periodicities. 
One major use is looking at conduction abnor- 
malities in a situation where a close electrome- 
chanical link has been demonstrated.33-34 The 
normal cardiac contraction sequence is shown in 
Fig. 6. Note the earliest areas of contraction 
occur in the region of the septum of the right 
ventricle and left base. Then there is uniform and 
simultaneous activation of both ventricles. This 
sequence closely agrees with the known electro- 
physiologic sequences of ventricular activation. 
This strong electromechanical link allows Fou- 
rier phase imaging to map bundle branch 
blocks,35 pacemaker tip sites and sometimes foci 
of ventricular tachycardia where the heart is 
known not to contain any major scars. In this 
laboratory,3’ it has been used to lateralize acces- 
sory bypass tracts from the knowledge that these 
bypass tracts cause early contraction of neigh- 
boring myocardial fibers and therefore result in 
abnormal areas of early activation. Using eso- 
phageal pacing,jh it has been found that as elec- 
trical pre-excitation is increased (as seen by 
larger delta waves on the ECG) the area of early 
abnormal emptying segments is also increased 
and vice versa (Fig. 7). Furthermore, patients 
with concealed bypass tracts have been shown to 
have appropriately abnormal phase images 
despite a normal ECG at time of data acquisi- 
tion. Further work in this area is continuing in an 
attempt to assess the meaning of the various 
contraction patterns seen in association with the 
surface electrocardiographic findings. 
The third application is examining global and 
regional contraction abnormalities as an index 
for identifying latent coronary artery disease.3’m3’ 
Studies have demonstrated subtle tardo kinesis in 
myocardial regions supplied by diseased coro- 
nary arteries, even in the presence of apparent 
normal systolic emptying. This abnormality is 
usually demonstrated by an abnormal (delayed) 
phase in comparison to neighboring ventricular 
Fig. 7. A case of Wolff-Parkinson-White syndrome with a left-sided accessory bypass track. An early emptying segment 
(El) is seen during sinus rhythm where a small delta wave (A) is present. Early emptying is also seen in the intraventricular 
septum (IVS) where normal conduction occurs. During esophageal pacing, the ectopic early emptying septum (El) has 
increased in size in the early phase of the septum (IVS) are absent. The accompanying ECG shows that conduction is almost 
completely through the accessory pathway as evident from the large delta wave (A) in the bizarre QRS complex. IS = stimulus 
artifact from esophageal pacemaker.) 
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segments even if the amplitude image may be 
normal. Less subtle abnormalities of myocardial 
contraction are usually detected by an abnormal- 
ity in both the amplitude of contraction (ampli- 
tude image) and corresponding phase shift. 
Although this is a very sensitive technique, it 
may not be very good at localizing the region of 
abnormality because it represents a volume 
abnormality rather than a tangential motion 
abnormality (the best method of localizing 
regional dysfunction). 
Contraction abnormalities are known to also 
occur in patients who have a combination of 
conduction abnormality and myocardial contrac- 
tility depression due to areas of ischemia or 
infarction. The phase and amplitude image 
might help differentiate this problem particu- 
larly in patients who have left bundle branch 
block. The usual left bundle branch block picture 
demonstrates a uniform but delayed contraction 
of the left ventricle in comparison to the right 
ventricle.35 Despite the delay in contraction, the 
phase angle limits for the entire left ventricle are 
very narrow. Therefore, regions within this ven- 
tricle that are out-of-phase are abnormal and can 
be inferred to be due to localized depression of 
myocardial function as seen in coronary artery 
disease. 
Although this imaging technique has much 
potential for the assessment of various parame- 
ters of ventricular function, it is still essentially 
qualitative in nature. Future work in this area is 
needed for quantifying the size and assessing the 
clinical significance of the variation and magni- 
tude of these abnormalities. 
SERIAL MODE ACQUISITION 
The serial (or list) mode data acquisition is a 
viable alternative to the frame (or image) mode 
acquisition previously described. In list mode 
acquisitions the (x,y) coordinate of each detected 
gamma ray is stored in computer memory in a 
temporal sequence along with a I-lo-msec time 
marker and a physiologic time marker defining 
the onset of cardiac systole. The latter marker is 
derived from an R-wave trigger device that rec- 
ognizes the occurrence of each QRS complex on 
a standard ECG that is being recorded during 
radionuclide imaging. 
Serial mode data acquisition is utilized in two 
ways. The first is as an ECG gated first pass 
study.” ” A compact bolus of radionuclide 
tracer is rapidly injected into a large peripheral 
vein and the ECG as well as radionuclide data 
are collected for the 25-35 set that it takes for 
the tracer to traverse each of the four cardiac 
chambers. Since each gamma-ray event requires 
a full computer word to specify its location, the 
usual amount of data generated from a single 
crystal gamma camera with a count rate of 
40,000-60,000 counts/set will take up to two 
megabytes of digital storage. Once collected, the 
data can be reformatted into a series of images to 
create a dynamic display of the tracer transit. 
From this, the time intervals for which the tracer 
is in the right or left ventricle, may be identified. 
The data are then reformatted to create a single 
composite cardiac cycle from the 3-5 cardiac 
cycles during which the tracer is in the right 
ventricle and the 8-l 2 cycles when the isotope is 
in the left ventricle. The various global and 
regional cardiac function parameters such as 
ejection fraction, mean filling and emptying 
rates, and ventricular volumes can now be calcu- 
lated in a similar manner to that employed for 
the equilibrium gated method.37m39 
The advantages and disadvantages of ECG 
gated first pass studies are defined in Table 2. 
Briefly, the major advantage is that each cardiac 
chamber can be viewed in the right anterior 
oblique view (the single most important projec- 
tion in cardiac imaging) with little interference 
from background activity or chamber overlap 
because the bolus occupies only one chamber at a 
time. This is particularly important for analysis 
of right ventricular function. The major disad- 
vantages are the relatively low count density and 
the inability to perform more than two studies 
because of the radiation dosimetry of the isotope 
used (Tc99m). These disadvantages are the main 
impetus for the development of short half-life 
isotopes obtained from a long half-life generator 
system such as mercury-gold ( Hg’95m-Au’95”‘) 
and osmium-iridium (Os’9’-Ir19’“). 
The second major application of serial mode 
acquisition is with the radioisotope already equil- 
ibrated in the red blood cell pool. For quantita- 
tive analysis of ventricular function, radionuclide 
data need to be acquired in the modified left 
anterior oblique view. Data storage, however, is 
exactly the same as during the ECG gated first 
pass study.’ Therefore, for the two minutes nec- 
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Table 2. Comparison of Cardiac Radionuclida Acquisition Techniques 
Advantages Disadvantages 
Multiple studies from 1 dose of isotope 
High count density in ventricle 
Require only a modest amount of data 
Computer memory 
Equilibrium Gated Studies 
Needs at least 2 min of time for data acquisition 
Quantitative analysis only from one view (LAO) 
Data degradation by arrhythmias 
Careful background correction is necessary because of low 
left ventricular to background ratio 
No preprocessing (reformatting) of data prior to analysis 
Can estimate valvular regurgitation 
RV function difficult to analyze because of RA overlap 
Serial Mode During ECG Gated First Pass Studies 
Needs only 20-30 set for data collection Only two studies can be performed because of radionuclide 
dosage limitation 
Ventricles can be viewed in RAO projection 
Optimal method for RV analysis 
High target to background ratio low background activity 
Can also be used for shunt detection 
Low count density in ventricular region of interest 
Require extensive reformatting before analysis 
Handles most arrhythmias 
Serial Mode Collection with Blood Pool Labeling 
Only 25 min of data acquisition because of computer mem- 
ory limits 
High count rate density gwing good statistical certainty Careful background correction as for equilibrium gated stud- 
ies 
Can set varying R-R limits depending on needs for diastolic 
function 
Reformatting twice as long as acquisition 
essary to acquire sufficient radionuclide data to 
adequately assess global and regional ventricular 
function, an inordinate amount of computer 
memory or data storage space is required since 
the typical count rate is 15,000-30,000 counts/ 
set: Over 7.0 megabytes of memory are often 
necessary. This major handicap precludes this 
acquisition method from being used in the rou- 
tine situation in most institutes. It is, however, 
the technique of choice in evaluating the ventric- 
ular function of patients with frequent ectopic 
beats.34340 
Prior to acquisition, the frequency of the 
ectopic beats is noted and radionuclide data are 
collected for the time necessary to give 2 min of 
cycles which are sinus beats. For example, in 
trigeminy, ‘/3 of the cycles are sinus, the other ‘/3 
consisting of the premature and postextrasystoli- 
tally potentiated beats. Thus, 6 min of radionu- 
elide data need to be acquired. To minimize the 
storage space necessary, lead shielding is used to 
exclude as much extracardiac activity as possi- 
ble. 
Once data are acquired, the computer 
searches through the raw data and constructs a 
histogram, grouping all cardiac beats with simi- 
lar R-R intervals. For the patient in trigeminy, 
the histogram shows three groups of cardiac 
cycles (Fig. 8). By inspecting the ECG, the group 
with the shortest R-R interval represents the 
interrupted sinus beats. By setting the R-R inter- 
val limits about this group of beats, the computer 
reformats a single composite cardiac cycle which 
excludes all but the interrupted sinus beats. 
Previous studies have demonstrated that the 
R-R HISTOGRAM-VENTRICULAR TRIGEMINY 









ECG LEAD V, 
vi 
Fig. 8. The R-R interval histogram for a patient in 
ventricular trigaminy shows three distinct groups of car- 
diac cycles: a sinus beat (SB). post-axtrasystolically potan- 
tiatad (PESP) beat. and ventricular premature beats (VPB). 
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sinus beat function during frequent ectopic beats 
varies little from the function of the ventricle 
when the rhythm is sinus. Therefore, standard 
analysis methods of the reformatted sinus beat 
will give representative assessment of baseline 
left or right ventricular function. 
In cases other than trigeminy, the histograms 
alter in morphology with the center cluster no 
longer representing just the postextrasystolically 
potentiated (PESP) beat but a combination of 
sinus and PESP beats. The computer can sepa- 
rate the sinus beats by setting the R-R limits 
around this central cluster and then always elim- 
inating the first beat that fulfills the R-R crite- 
ria. Examination of the ECG shows that this will 
nearly always eliminate the PESP beat. 
By combining the information in the histo- 
gram and the ECG rhythm strip, an algorithm 
can usually be constructed to separate the sinus 
beats, and for that matter, the PESP and ectopic 
beats in most situations. For example, we have 
performed a study comparing the PESP response 
to atria1 and ventricular premature beats using 
this technique. 
If computer data storage is not a problem, then 
all intervention such as exercise stress can be 
acquired in the ECG gated serial list mode, 
giving the advantages of arrhythmic exclusion, 
and also the ability to choose very tight R-R 
intervals at each level of stress. This advantage is 
important if accurate systolic and diastolic func- 
tion is required at intermediate levels of stress. 
Nevertheless, the reformating of such studies, 
takes a significant enough amount of time (l-2 




More than 20 years ago, Saperstein and co- 
workers4’ recognized that following the intrave- 
nous administration of radioactive potassium, 
the distribution of the tracer in the patient repre- 
sents the regional blood flow. In the 1960s inves- 
tigators sought to visualize directly the myocar- 
dium with other potassium analogs. Carr et a1.42 
employed Cesium- 13 1 as well as Cesium- 129 for 
myocardial perfusion imaging. Poor physical 
properties of both these isotopes prohibited their 
use. 
Isotopes of rubidium were tried subsequent- 
ly,” j4 and their biologic behavior more closely 
approximated that of potassium. However, the 
physical half-lives of rubidium and unfavorable 
physical properties limited their use as an agent 
to image myocardial perfusion. In the 197Os, 
Hurley et al.,4’ described the use of Potassium-43 
for imaging the heart. However, it is not an ideal 
agent in that its gamma photon energies are 
greater than 300 keV and its short physical 
half-life of 22 hr limited its commercial distribu- 
tion. 
Kawana et al.Jh described the use of thallium 
in the 1970s and demonstrated that thallium 
behaved, in many respects, like potassium in 
biologic systems. Subsequently, Lebowitz”’ de- 
veloped a technique of producing Thallium-201 
of high purity from thallium nuclides with less 
favorable imaging spectra. 
Thallium-201 is the most widely used myocar- 
dial imaging agent because of its favorable bio- 
logic and physical properties. The myocardial 
extraction efficiency is higher than potassium 
(approximately 85%) and the liver uptake is 
lower. Imaging is acceptable with the 68880 keV 
mercury characteristic x-rays. A physical half- 
life of 73 hr permits commercial distribution. 
New myocardial imaging agents to be intro- 
duced within the next year or so will probably be 
based on the technetium isotope with the active 
molecule being of easier preparation and lower 
cost than thallium. 
Image Processing 
The early myocardial perfusion images were 
interpreted by visual inspection of analog scinti- 
scans taken directly off the gamma camera dis- 
play. In a high percentage of patients analyzed in 
this fashion the results were satisfactory and the 
image findings correlated well with coronary 
angiography. 
In a significant number of cases (10%205%). 
however, the thallium interpretation did not cor- 
relate with other modalities. In order to improve 
the accuracy of interpretation various computer 
techniques have been proposed. The first tech- 
nique that was introduced was background sub- 
traction. The average target to background ratio 
of thallium myocardial images is approximately 
2.7 to I immediately after exercise.48 The sim- 
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plest technique for background subtraction was 
to measure the activity in a region adjacent to the 
heart and to subtract a constant number from all 
the pixels within the image. The limitation of the 
procedure was that it did not account for differ- 
ential background throughout the region of inter- 
est. In 1976, Goris et al.49 described an interpola- 
tive background subtraction technique which 
was superior to techniques previously used. The 
technique starts by defining a rectangular region 
surrounding the heart with the sides of the rec- 
tangle being adjacent to the myocardial surfaces. 
The background within the circumscribed region 
is then calculated from the count values mea- 
sured on the boundary. (See Goris49 for descrip- 
tion of technique.) The interpolative background 
technique can correct for the varying back- 
ground levels throughout an image. Further 
modifications have been made to this technique. 
Although the background subtraction tech- 
niques improved the target to background ratios, 
interpretation still depended upon the subjective 
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impressions of the observer with significant 
intra- and interobserver variations. In order to 
address this problem, quantitative computer 
techniques have been extended to include image 
analysis. 
Quantitative Myocardial Analysis 
Meade et al.” was one of the first to describe 
computer assisted quantitative analysis using cir- 
cumferential profiles. This enabled the viewer 
graphically to display left ventricular thallium 
activity as a function of regional location and 
thus permit objective regional comparisons of 
immediate postexercise and redistribution 
images. 
The process of creating circumferential pro- 
files involves displaying upon the computer 
screen a thallium image. The image should be 
smoothed, and background subtracted depending 
upon the observer’s preference. The center and 
epicardial surface of the left ventricle are defined 
either using visual or computer criteria. Radii 
Fig. 9. From the polar coordinate representation IA), a polar/orthagonal or radial/vertical transformation (B) can be 
displayed. (A) demonstrates an LAO thallium-201 image with an inferoapical perfusion defect. (L denotes deficit.) (B) between 
the 0 and 90” region demonstrates the perfusion abnormality. (13 is the same data as in (81 with the addition of maximal 
myocardial wall count profile. (D) is the curve of maximal myocardial wall count from ICI. (Reprinted with permission of New 
England Nuclear.“) 
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Fig. 10. Circumferential profile technique. In (A) an ellipse is placed around left ventricle (LV) of subject imaged in 60” LAO 
view. In LB) the computer has generated an outside count LV edge and radii from the center of the LV to each circumferential 
point. In (Cl, the curve is superimposed on predetermined normal values. The apex is marked for orientation. (Reprinted with 
permission of Journal of Nuckmr Medicirm6’ 1 
are constructed from the center of the left ventri- 
cle to multiple points on the epicardial surface 
proceeding in a clockwise fashion using standard 
polar coordinates. 
The regional myocardial distribution of thal- 
lium is then determined by calculating the aver- 
age activity per pixel along each radius, and then 
normalizing these data to the radius with the 
highest average activity. A normalized regional 
uptake of Thallium-201 can then be plotted 
against an angular position with the epicardial 
surface being transformed vertically downward. 
The image can be displayed either as a radial/ 
vertical or a polar/orthogonal transformation 
(Fig. 9). The maximal pixel values along each 
radius can also be defined and a circumferential 
profile or maximal pixel count isocontour of the 
left ventricular myocardium can also be dis- 
played (Fig. 10). The principal advantage of the 
circumferential profile technique is that it per- 
mits simple quantitative evaluation of thallium 
images which are relatively free from intra- 
observer and image quality variability. 
The following is a discussion of further retine- 
ments of circumferential profiles. Meade,” in his 
paper on quantitative methods in the evaluation 
of Thallium-201 myocardial perfusion images, 
described the technique for generating circum- 
ferential profiles, but Burow actually coined the 
term “circumferential profiles” and described 
his method in 1979.5’ Burow’s method utilized a 
O-point smoothing algorithm without back- 
ground subtraction. The observer selected the 
central point of the left ventricle and the lengths 
of the major and minor semi-axes of an ellipse 
that surrounded and contained the area of the 
left ventricle. This ellipse was situated to sepa- 
rate the left ventricle from the remainder of the 
heart and background regions. Based on a 
threshold percent of maximum supplied by the 
observer, an iso-count contour was determined 
by searching from the edge of the ellipse towards 
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the center of the left ventricle. A threshold value 
of 50% was generally selected first, followed by 
adjustments up and down until the iso-contour 
approximated the outer edge of the left ventricle 
as assessed visually. The centroid part of the 
iso-count contour was then determined and radii 
constructed to each point on the iso-count con- 
tour (normally 70-100 points). The distribution 
of thallium activity was determined by calcu- 
lating the average activity per pixel along each 
radius and the data normalized to the radius with 
the highest average activity. These data were 
then displayed as a “circumferential profile” 
curve plotting normalized thallium activity 
against angular position. Circumferential pro- 
files for all the views of both the immediate and 
delayed images were generated. This technique 
allowed a quantitative method for evaluating the 
images, but did not take into account the changes 
in activity as a function of time, from initial to 
redistribution. 
A report by Garcia et al.‘* in 1981 described 
space/time quantification of Thallium-201 myo- 
cardial scintigraphy. Garcia’s work is perhaps 
one of the most sophisticated techniques for 
quantitative computer analysis. The technique 
began by compensating for tissue crosstalk by 
performing bilinear interpolative background 
subtraction as described by Goris et al. Garcia 
Fig. 11. Diagrammatic representation and 
method of obtaining circumferential profiles of the 
myocardium. All the coordinate reference axes are 
shown in (A). Pixels for circumferential profile analy- 
sis are found by performing a radial search for 
maximum value at 6” intervals (B) throughout 360”. 
The maximum value shown as black dots (B) and (Cl 
are then replotted in (Dl for each angle as a percent 
of the maximum value for the circumferential pro- 
file. Top curve and left (D) represents circumferen- 
tial profile for stress thallium-201 image; below, that 
from the 4-hr delay image. (Reprinted with permis- 
sion of Journat Of &#Ct8ar Medicine.“l 
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modified Goris’ technique by the use of a proxi- 
mal weighting factor as described by Watson et 
a1.53 This modification was performed to produce 
a more rapid falloff of the computed tissue 
crosstalk, this being important where the boun- 
dary of the rectangle surrounding the myocar- 
dium contained areas of higher uptake such as 
the liver. After background subtraction the 
images were smoothed using a standard 9-point 
algorithm. Circumferential maximal-count pro- 
files of the myocardial distribution of thallium 
were then obtained (Fig. 11). The profile is 
constructed by the computer from the values of 
60 radii spaced at 6” intervals plotted clockwise. 
These profiles quantify the segmental activity as 
an angular function referenced from the visually 
located center of the left ventricular cavity. The 
operator also assigns the maximum radius to 
which the computer will search. This is done to 
prevent the algorithm from searching outside the 
left ventricular myocardium into other structures 
such as the right ventricle. These circumferential 
profiles are then plotted relative to the scinti- 
graphic apex. The computer automatically shifts 
the points so that the apical location on the 
circumferential profile coincides with 90“. The 
curves are normalized to the maximal pixal value 
found in any of the profiles. 
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ferential profiles as a percent change from stress tion of the images was required to identify posi- 
to 40 mitt, 4 and 24 hr. Normal washout parame- tion and alignment so that initial and delayed 
ters were established in a group of patients images could be compared. This technique 
without coronary artery disease. The normal divided the heart into five segments, which could 
values were calculated by measuring a mean be compared both spatially and temporally. Nor- 
effective half-time as calculated in each of the 60 mal washout kinetics were determined from nor- 
angular locations within the myocardium. Two mal patients and the normal slopes per segment 
standard deviations as calculated by a one-tailed were identified. Patients could be classified as 
analysis encompassed 97.5% of the population. abnormal if their slopes fell above or below two 
The tlj2 values were then used when analyzing standard deviations of the normal values. 
patients by identifying patients whose regional 
t,,z fell outside of two standard deviations from 
the normal population. 
Based on these parameters, Garcia et a1.5’ 
determined the following criteria for abnormali- 
ty: (1) an initial defect as defined by an 18” 
segment (three contiguous radii) of the stress 
profile falling below the normal limit; and (2) 
slow washout as defined by an 18O segment 
(three contiguous radii) of the 4-hr washout 
profile falling below the normal limits. To be 
considered abnormal, the patient needed at least 
two abnormal 18” arcs in the initial distribution 
and washout profiles pooled from all three 
views. 
The final word on the ideal technique for 
quantitative thallium analysis is not in at this 
time. Newer techniques continue to be developed 
and evaluated to reduce intraobserver variability 
and increase the sensitivity and specificity of 
thallium myocardial scintigraphy. The tech- 
niques as described by Garcia and Watson show 
great promise but both lack critical testing in 
prospective clinical study. 
EMISSION TOMOGRAPHY 
Subsequent to Garcia’s report, Watson et a1.54 
described a spatial and temporal quantification 
of planar thallium myocardial images. This tech- 
nique differed from Garcia’s work in that rather 
than obtaining a circumferential profile, profile 
slices were obtained through the heart in the 
standard views (Fig. 12). A computer manipula- 
The recently developed radionuclide tech- 
niques described earlier have contributed to the 
noninvasive diagnosis and management of car- 
diovascular disease. Although these procedures 
have allowed the convenient and accurate mea- 
surement of cardiac function as well as relative 
determination of myocardial perfusion under a 
variety of physiologic conditions, they suffer 
from several shortcomings. 
With standard planar imaging. all activity in 




Fig. 12. Illustrating placement of profile 
slices on net myocardial images. Profiles below 
are appropriately numbered and lettered for 
reference. Peaks characterize thallium-201 
behavior. (Reprinted with permission of Journal 
of Afuclear Medicine.“) 
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overlying background activity from outside the 
organ is projected into a single image. This not 
only reduces image contrast which can obscure 
important details of organ anatomy, but renders 
accurate quantitative measurements practically 
impossible since all knowledge of the distribution 
of background activity is lost. These problems 
can be greatly reduced using tomographic imag- 
ing techniques which are capable of measuring 
the distribution of radionuclides in the body in a 
full three-dimensional fashion. With tomograph- 
ic imaging, serial slices through the long axis of 
the heart may be obtained which provide a means 
of viewing the three-dimensional distribution of 
the tracer as a set of two-dimensional images. 
This not only allows the separation of the tracer 
from foreground and background structures, but 
also provides a more accurate localization of the 
tracer within the myocardial segments. Tomo- 
graphic imaging may further provide a means of 
accurately measuring ventricular chamber vol- 
umes, the size of infarcted or ischemic segments, 
perfused myocardial mass, and the quantity of 
tracer per unit of myocardial tissue. With the 
refinement of tomographic imaging as well as 
development of new radiopharmaceuticals, it 
may be possible to noninvasively measure 
regional myocardial blood flow as well as meta- 
bolic rates. 
Over the past five years, a number of tomo- 
graphic methods have been investigated for 
obtaining three-dimensional information about 
the distribution of radioisotopes, particularly Tl- 
20 1, in the heart. In order to understand the pros 
and cons of various tomographic methods, some 
understanding of the basis for constructing a 
three-dimensional image from two-dimensional 
projections is necessary. 
Well before our present sophisticated under- 
standing of three-dimensional imaging evolved, 
focal plane tomography was employed in radiol- 
ogy to obtain depth-specific information. In this 
method, the x-ray tube and film were moved in a 
coordinated manner so that the x-ray shadows 
from only one plane in the patient were station- 
ary on the film and the other planes were blurred 
out. Much effort was devoted to determine what 
pattern and extent of motion produced the 
smoothest blurring so that “out-of-focus” objects 
produced minimal interference with the “in- 
focus image plane.” 
In nuclear medicine, one of the earliest meth- 
ods of obtaining three-dimensional information” 
was described by Kuhl who, in essence, back- 
projected views taken from a number of angles 
onto an image plane. In both of these methods, 
information from out-of-focus regions was only 
“diluted” by blurring it out over a larger area 
and it was not until methods for accurately 
removing the blurred information were intro- 
duced that quantitative, three-dimensional imag- 
ing in radiology or nuclear medicine was 
achieved. 
In 19 17, while searching for solutions to gravi- 
tational equations, the Austrian mathematician, 
Radon, showed that it is mathematically possible 
to reconstruct a density function from its projec- 
tions.s6 It was not until 1956 that this result was 
rediscovered, refined, and applied to radioastron- 
omy by Bracewell. Applications of three- 
dimensional image reconstruction techniques to 
electron microscopy by DeRosier and Klug 
( 1 968),5x x-ray tomography by Cormack (1963, 
1964),59.h0 and Hounsfield ( 1973),h’ and to 
nuclear medicine by Chesler ( 1971),6’ Kuhkh3 
and Kay and Keyes64 followed. The essence of 
this work is that if the proper set of measure- 
ments is made, it is possible to reconstruct the 
three-dimensional image without superimposed 
defocused information. Some excellent summa- 
ries of the reconstruction process may be found in 
references 65. 66, and 67. 
In nuclear medicine, a conventional planar 
image is a sum of all the activity along rays 
perpendicular to the camera face. Such a sum is 
a projection of the radiotracer distribution onto 
the plane of the camera face when self attenua- 
tion is ignored. For this reason, the Radon inte- 
gral alluded to above can be used to relate these 
projection images to the volume distribution of 
isotope. 
Without delving into the underlying theory, it 
can be simply stated that in order to reconstruct 
properly a three-dimensional object distribution, 
one must have measured projections of this 
object onto a plane with views taken over a 
minimum angular range of 180”. The minimum 
number of views required in 180” is determined 
by the size of the object and the resolution of the 
imaging system. This number is approximately 
equal to the circumference of the object divided 
by the resolution. Thus, a 30-cm diameter chest 
imaged with 2-cm resolution requires 
?r * (30) 
~ = 50 views/ 1 80°. 
2 
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It should be emphasized that practical imple- 
mentation of the three-dimensional imaging pro- 
cess virtually requires a digital computer. The 
data are acquired as digital images, the deblur- 
ring or reconstruction operation is accomplished 
digitally, and the final images are displayed with 
a computer and may be interpreted quantita- 
tively with a computer. 
A gamma camera mounted so it can be rotated 
about a patient may be used to acquire a set of 
images over at least a 180° range with any 
desired angular interval between images. This 
satisfies the sampling requirements described 
earlier so that accurate, distortion free, three- 
dimensional images can be reconstructed from 
such a data set. For this reason, rotating camera 
tomography of the heart will be described first 
and may be used as a basis of comparison for 
other techniques employing slant hole collima- 
tors and seven pinhole apertures. Positron imag- 
ing systems and single photon ring detectors are 
not yet widely available for clinical application 
and will therefore not be discussed. 
Rotating Gamma Camera Tomography 
The first commercially available camera 
designed for single photon emission tomography 
was the General Electric 400-T, a wide field- 
of-view camera, counterbalanced and mounted 
on a large ring bearing so it can be motor driven 
Fig. 13. Illustration of rotating gamma camera tomog- 
raphy of the heart. Camera acquires images over the 180 
arc from right anterior oblique to left posterior oblique in 
steps of AO. A profile of the intensity distribution on the 
camera face is indicated schematically. 
about a patient. The geometry is shown schemat- 
ically in Fig. 13. Virtually all of the major 
camera manufacturers are now offering a rotat- 
ing camera for acquisition of tomographic data. 
Reconstruction and display software is available 
from at least five commercial sources. 
At our institution, tomographic Tl-20 I imag- 
ing is performed with a GE 400T using a high 
efficiency, low energy collimator. Imaging 
begins 20 min following a 2-mCi dose of thallium 
and the total acquisition time is 20 min. 
Although sampling the object over 180” ide- 
ally provides enough information to unambigu- 
ously reconstruct the object, when self-attenua- 
tion and loss of resolution with distance from the 
collimator are considered. better images arc 
obtained for some organs by acquiring data over 
360” and averaging the opposed views. In the 
case of the heart, especially when using thal- 
lium-201 with its relatively low energy gamma 
ray, it has been found that for a given imaging 
time, better images are obtained when data arc 
acquired over a 180“ arc from RAO to LPO than 
when the full 360° arc is sampled. This is because 
the heart is primarily located in the left anterior 
quadrant of the body, and data obtained when 
the camera is rotating through the right posterior 
quadrant suffers severely from attenuation by 
midline structure and poor resolution because of 
the increased distance of the heart from the 
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collimator. This is illustrated in Fig. 14, which 
shows images reconstructed from an anterior 
180” arc and a posterior 180” arc with the same 
total imaging time in each case. 
Figure 15 illustrates three of the possibilities 
for image display. The first set of images is 
generated directly by the reconstruction algo- 
rithm and is oriented transverse to the long axis 
of the patient. The slices are viewed from the feet 
and displayed in caudal to cephalad order. 
Images in the second set of images are vertical 
slices taken parallel to the long axis of the heart 
while those in the third set are transverse to the 
long axis of the heart. These last two image sets 
are generated by stacking up the first set of 
images and reslicing them along the desired axis 
using the computer.68 The transverse section 
slices are more difficult to interpret because they 
transect the heart at an odd angle to its symme- 
try axis. This angle also varies from patient to 
patient. The short axis slices illustrate perfusion 
abnormalities in a far more intuitive manner 
except at the apex where it is sometimes difficult 
to tell whether the apex is infarcted or whether 
the slice is partially outside of the myocardium. 
Long axis slices give continuous contours 
through the apex and show apical defects well. 
A more detailed discussion of rotating camera 
tomography and current application to the heart 
may be found in references.69m7’ 
Restricted View-Angle Systems 
Several methods which do not sample the 
object over a full 180° have been described for 
tomographically imaging the heart. These 
include a rotating single segment slant hole colli- 
mator,72,73 a double rotating slant hole collima- 
Fig. 14. Tl-201 myocardial images 
obtained with a rotating gamma camera 
showing the difference in image quality 
when data is acquired over a 180” anterior 
arc (a) and a 180” posterior arc lb) with a 
fixed imaging time. a 
tor,74 a quadrant slant hole collimator,75m77 and 
seven pinhole collimators.78~80 All of these sys- 
tems require computers for data acquisition and 
for image reconstruction. These systems which 
fall under the general heading of restricted view- 
angle systems will be briefly described below. 
Table 3 summarizes their performance charac- 
teristics. 
Rotating Slant Hole Collimators 
An Anger camera equipped with a parallel 
channel collimator whose channels are not per- 
pendicular to the camera face may be used to 
view an object from different directions merely 
by rotating the collimator on the face of the 
stationary camera as illustrated in Fig. 16. Views 
are also acquired at intermediate rotation angles. 
Muehllehner reported use of this approach for 
tomographic imaging in 1 970.8’ The images were 
essentially reconstructed by backprojecting the 
multiple views onto a series of image planes 
located at different distances from the camera 
face and no attempt was made to remove the 
blurred data. Application of slant hole collima- 
tors to cardiac imaging with the addition of 
digital image reconstruction methods has more 
recently been described by Gottschalk.72 
It can be seen from Fig. 16 that the slant angle 
and camera diameter jointly determine the com- 
monly viewed volume. Slant hole collimators are 
generally constructed with a 25” slant for stan- 
dard 25cm diameter cameras and 30° for large 
field-of-view cameras. The maximum range of 
viewing angle is seen to be just twice the slant 
angle so it is evident that a full 180° arc is not 
sampled. The effect of the missing views on 
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several authors8*-*’ Figure 17 is from the work of 
Koral*’ who reconstructed images of an g-cm 
diameter spherical shell of activity from simu- 
lated data for a 26O slant angle collimator used 
with a 25-cm diameter camera. The collimator 
was rotated over 360” in 30° steps. The top row 
illustrates three slices through the sphere taken 
at the indicated distance from the central axis. 
The bottom row shows reconstructed images in 
planes perpendicular to the camera face. Usually 
rotating slant hole images are reconstructed in 
planes parallel to the camera face in which they 
appear as circular donuts. The reorganization of 
Fig. 15. Comparison of various tomographic slice orien- 
tations for Tl-201 myocardial imaging. Ia) Transverse to long 
axis of patient viewed from patient’s feet. (b) Vertical slices 
parallel to long axis of heart viewed from left posterior. (c) 
Transverse to long axis of heart viewed from apex. 
these images into perpendicular slices simulates 
the long axis slices illustrated in Fig. 15 and is 
done here to illustrate the distortion arising from 
limited angle sampling. Note that the sphere is 
elongated and the intensity at what would be the 
apical region of the heart is greatly diminished 
relative to the equatorial plane. Figure 18, from 
the work of Budinger,” not only demonstrates 
the apical wash-out as above but shows that 
when an elongated nonspherical object simulat- 
ing the myocardium is imaged with the camera 
face not perpendicular to the long axis, that the 
apical defect moves laterally on the long axis 
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Fig. 15. Continued 
images and will, therefore, show up in short axis 
slices as a perfusion deficit. Furthermore, this 
figure illustrates that the severity of these arti- 
facts is related to the amount of missing informa- 
tion. A 90° sampling interval yields appreciably 
better results than a 60” sampling interval. Ref- 
erences 72, 73, and 76 describe experimental 
phantom results with a slant hole collimator 
which confirm these simulations. The apparent 
perfusion deficit resulting from camera misalign- 
ment is a major difficulty in all of the restricted 
angle tomographic techniques and diligent effort 
is required on the part of the technologist who 
sets up the study to position the camera perpen- 
dicular to the long axis of the heart to within 
-t- 15”. This positioning is particularly difficult 
with a single segment slant hole collimator 
because several images must be acquired and 
compared for different collimator rotation angles 
to ascertain that the long axis is perpendicular to 
the camera. 
Another problem arising from the limited 
viewing angle is the cross talk between recon- 
structed planes. The depth resolution function is 
wider and has longer tails than the in-plane 
resolution function so that a defect which exists 
in one plane of the object will appear in several 
planes above and below the actual location. Fur- 
thermore, activity in front of and behind the 
defect shows up in the plane of the defect and 
reduces the contrast of the defect. For example, a 
100% cold defect in the Iowa Heart Phantoms6 is 
reconstructed as only a 45% defect in the work 
reported by Gottschalk.‘* In a conventional pla- 
nar image of the same phantom, the defect shows 
up as a 20% defect. Thus, limited angle tomogra- 
phy in this instance increases the defect contrast 
more than a factor of two but falls short of giving 
a quantitatively accurate result. 
Multisegment Slant Hole Collimators 
The field-of-view has a different shape for 
multisegment slant hole collimators as shown in 
Fig. 19, but the more efficient use of detector 
area gives approximately a factor of 2 and 4 
increase in count rate for the 2 and 4 segment 
collimators compared to the single segment colli- 
mator. Some of this increased efficiency may be 
traded for a collimator design with improved 
resolution. When used with a small crystal cam- 
era, however, Ref. 75 indicates this field-of-view 
is too small to image enlarged hearts. The addi- 
tional views, particularly for the quadrant slant 
hole collimator, greatly facilitate orienting the 
camera perpendicular to the long axis of the 
heart since the camera angle can be adjusted 
until all four images appear symmetric. Nev- 
ertheless, the fundamental problems of limited 
angle tomography described above apply equally 
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a 
Fig. 16. Geometry for single segment rotating slant hole collimator. The collimator slant angle is 4. In (b) the collimator is 
shown after it has been rotated 180” on the camera face. The angle between the two views is 2 4. Usually 8 to 12 views per 
360” of collimator rotation are acquired. 
In order to improve the limited depth response, 
Chang” constructed a 40” slant hole collimator 
for a large field camera. As shown in Table 3, 
this collimator gives a depth response of about 
2-cm full width at half maximum (FWHM) but 
with a field-of-view found to be too small for 
about 10% of the patients. 
Seven Pinhole Aperture 
An array of pinholes can also be used to 
acquire images from different angles for tomo- 
graphic reconstruction as illustrated in Fig. 20. 
The pinhole aperture differs markedly from any 
of the slant hole collimators. 
1. Reconstruction is performed from only 
seven images which are all acquired simul- 
taneously. This permits dynamic data 
acquisition. 
2. As opposed to parallel hole, slanted colli- 
mators, the angular range over which 
points in the object are viewed, varies with 
distance from the aperture. This causes the 
depth response to vary markedly over the 
object depth. 





Fig. 17. Illustration of affects of 
restricted viewing angle on recon- 
structed images of spherical shell. Com- 
puter simulated data for a rotating slan- 
thole collimator is used. Slices are 
reconstructed in planes perpendicular 
to camera face to illustrate distortion 
inherent in limited angle tomography. 
Had slices been reconstructed in planes 
parallel to camera face. the images 
would appear as doughnuts and the 
image elongation and decreased apical 
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IDEAL 180. 
ANGULAR RANGE 
Fig. 18. Illustration of dependence of reconstructed image quality on orientation of a tomographic imaging system relative 
to symmetry axis of object and on the angular range sampled. Optical axis is varied from 0” to 90” relative to symmetry axis and 




Point source efficiency varies nearly as I/T 
with source distance from the aperture. 
The sampling density is lower than for slant 
hole collimators in which 8 or I2 views are 
taken. A point source defocuses into seven 
point images and somewhat greater struc- 
ture is contributed by out-of-focus activity. 
Because the object can be minified by 
increasing object distance, larger objects 
can be imaged with the pinhole aperture 
albeit with reduced efficiency and resolu- 
tion. 
From Table 3. it can be seen that the biggest 
difference between seven pinhole and slant hole 
tomography is distance over which the defect in 
the cardiac phantom propagates. It varies from 
Fig. 19. Field-of-view for a multisegment slant hole about 2 cm for a 40° slant hole” to more than 20 
collimator. cm for the seven pinhole aperture.7’~7’.80 This is 
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Fig. 20. Multi-pinhole geometry showing (a) the 
field-of-view and (bl change in angular range that is 
sampled for object points et different distances from 
the collimator. 
principally caused by the reduction in viewing 
angle with distance for the pinhole aperture. 
Large differences in performance are evident in 
depth resolution between a seven pinhole system 
designed for a large field camera and a small 
field portable camera. The small field portable 
system gives depth resolution at midheart of 
about 4-5 cm while the large field system gives 
depth resolution of l-2 cm. 
SUMMARY 
Gamma-camera tomography gives uniform 
in-plane and cross-plane resolution with propa- 
gation of the defect from one plane to another 
determined only by the usual camera-collimator 
resolution. These images may be reformatted by 
computer to portray slices in any orientation. 
Cross plane resolution is slightly worse than for 
the other methods, but it is uniform. The effi- 
ciency is less than either quadrant slant hole or 
seven pinhole apertures. Rotating cameras are 
not portable nor can they be used for dynamic 
studies. 
a b 
Both slant hole collimators and seven pinhole 
apertures distort the object in the depth dimen- 
sion because of the limited viewing angle. The 
slant hole geometry provides somewhat better 
sampling and less plane-to-plane cross talk espe- 
cially for the more distant planes. The full width 
half maximum of the depth response is not a 
sensitive indicator of this problem because the 
depth response function has very long tails. 
To date, best overall performance of the lim- 
ited angle methods is offered by the 40” slant 
hole collimator on a large field-of-view camera. 
This, however, is not a portable unit and has a 
field-of-view too small for about 10% of the 
patients. 
Seven pinhole imaging offers the advantage of 
having been well studied by a number of institu- 
tions.87-90 A large pool of normal patient studies 
exists and the performance is well documented. 
Although the seven pinhole alone is suited to 
dynamic studies, any of the methods may be 
adapted to multigated studies. 
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